Anastomotic false aneurysms with aortic Dacron graft after twenty-five years.
One of the early diamond crimped knitted polyester (Dacron) grafts was surgically excised after implantation for 25 years in the aorto-biiliac position because of false aneurysm formation at the three anastomotic sites. The sutures were no longer visible. While the areas around the false aneurysm were poorly incorporated, the graft limbs were well encapsulated with some endothelial-like cells on the luminal surface. The integrity of the graft was well preserved despite mild fraying and the disruption of one stitch.